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This master thesis is divided into two major sections. First, anatomic characterization and 
profilometry of tissues with natural shape: a real-time approach for robotic-assisted minimally 
invasive surgery (RMIS); and second, design and characterization of a novel tactile array sensor 
capable of differentiating among different viscoelastic tissues that exhibit time-dependent 
behaviour.  
The first part of this thesis is focused on a tissue characterization system for RMIS applications. 
RMIS has gained immense popularity with the advent of high-precision robotic systems. The 
lack of haptic feedback, however, is considered as being one of the main drawbacks of present-
day RMIS systems. In order to compensate for this deficiency, a novel tissue characterization 
system is proposed which is inspired from the human haptic system. Hence, kinesthetic and 
tactile feedback which are constitutive components of human haptic system are used to 
characterize naturally shaped tissues. Toward this goal, a 5-degree-of-freedom robot which is 
called Catalys5 is equipped with a ball caster force-cell. The system is used to simulate robotic 
surgery maneuvers in which an admittance control approach is implemented to design the force 
feedback controller. The proposed method characterizes naturally shaped tissues, which is 
capable of touching and palpating to: a) Identify the 2D or 3D surface profile of the target tissue 
(profilometry), b) Measure the modulus of elasticity of any desired point on the tissue’s surface, 
c) Find and map the location of any lump in the tissue, and d) Map hardness distribution around 
the lump.  
Initially, silicon-rubber materials were used to build tissue phantoms with different curvatures 
and degrees of softness. The surface profiles were obtained using the developed profilometry 
algorithm and validated using a 3D scanner. In addition, several experiments were conducted on 
bovine tissues to evaluate all above mentioned capabilities of the system. The results of 
experiments on real tissues were also compared to those that are available in current literature. 
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The results indicate that the proposed approach can be used for reliable material characterization 
for RMIS application.  
The second part of this thesis is focused on developing an array tactile sensor for distinguishing 
softness of viscoelastic tissues with time-dependent behaviour for use in MIS and RMIS. Review 
of literature on tactile sensors reveals that the vast majority deals with determining the applied 
contact force and object elasticity. In this research, a novel idea is proposed in which a tactile 
sensor array can measure rate of displacement in addition to force and displacement of any 
viscoelastic material during the course of a single touch. In order to verify this new array sensor, 
several experiments were conducted on a range of biological tissues. It was concluded that this 
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1 Chapter 1 – Introduction 
 
 Problem and Motivation 1.1
Minimally invasive surgery (MIS) has brought significant advantages to surgical tasks [1]. This 
method allows surgeons to perform operations without direct access to patient’s body. Recent 
robotic developments have made possible to integrate the conventional MIS with robotic 
systems. Result of this integration is robotic assisted minimally invasive surgery (RMIS) [2, 3], 
in which the surgeon conducts the task through master part of the system. The tasks to be 
followed by slave part, where the patient is located as it is shown in Figure 1. The RMIS system 
provides remarkable accuracy and dexterity for surgeons [4]. The operation can be performed 
through a small cut. As a result, decreasing trauma for the patients along with reducing 
hospitalization cost can be enumerated as the main advantages of the RMIS [5, 6]. 
 
Figure 1. Robotic assisted minimally invasive surgery system [7] 
Efficient achievement in field of high speed network during last decade enables the surgeons to 
execute the complicated RMIS operation remotely over high speed networks. For example, 
Lindbergh operation [2] was first complete tele operation surgery, which is done by surgeons 




Figure 2. Lindbergh operation, the first medical history of tele surgery operation, 
which was operated on a patient on Strasbourg by the surgeon team in New York 
[8] 
The haptic feedback information in open surgery is transferred to surgeon’s brain with direct 
touching and palpating of tissues in surgical field. In RMIS operation the surgeon doesn’t have 
direct access to the tissues. As a result, the surgeon loses sense of touch which plays an 
important rule during the surgery. Through this crucial sense the surgeon is able to get 
mechanical properties of tissue such as softness and even abnormality of tissue in terms of 
softness (elasticity modulus). Lack of haptic feedback [9] which is caused from nature of master-
slave robotic manipulation is still considered as the main drawback of RMIS. The current 
research has two main goals, which are directly related to mentioned deficiency of RMIS 
systems. 1- To develop a novel tissue characterization and profilometry system are proposed for 
RMIS system, which characterizes the tissue real-time. 2- To develop a sensor for viscoelastic 
material with time-dependent response, which can be used a tactile sensor in MIS and RMIS 
applications.  
1.1.1 Anatomic characterization and profilometry of tissues with natural 
shape: a real-time approach for robotic-assisted minimally invasive 
surgery 
In the first part of this thesis, a novel tissue characterization and profilometry system are 
proposed for RMIS systems. The proposed method is inspired from human touch system. 
Constitutive components of human haptic systems in which “kinesthetic” and “tactile” feedbacks 
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were recreated to design the artificial haptic system. The knowledge of human motor control, 
materials science, biological tissue, surface metrology, robotics, and controls were used to 
develop the proposed method of artificial human haptic system. 
Information such as 3D shape, softness, and relative hardness of objects touched by the robot 
could be obtained through a direct touch on the surface of a material. Using the proposed system 
surface profile, the modulus of elasticity and location of lumps in tissues are displayed for the 
user. Several experiments were done on silicon rubber phantom for the purpose of design 
validation. The accuracy of the surface profile capturing function was evaluated using silicon 
rubber specimens. The captured surfaces were compared to surface profile results from a 
commercial 3D scanner. The material identification process includes contact detection, depth 
calculation and a contact characterization algorithm which is discussed in detail in chapter 2. 
Several experiments were performed on bovine tissue in order to obtain realistic validation data. 
Various locations on specimens with local curvatures were evaluated by a material identification 
module, and the results were compared with those from literature. In the final portion of Chapter 
2 it is shown how a fully developed artificial haptic system is capable of finding lumps beneath 
the surface of a tissue. The system shows abnormalities of the tissue in terms of (relative) 
softness on a captured surface profile. 
1.1.2 A new tactile array sensor for viscoelastic tissues with time-dependent 
behavior  
Second part of this thesis is related to design and characterization of a tactile array sensor which 
can distinguish among biological viscoelastic tissues with time-dependent behaviour. The 
viscoelastic model of a tissue is the most realistic representation of its mechanical behavior, and 
that of live tissues. The proposed sensor measures the capture force during indentation tests on a 
material with viscoelastic properties. The captured force is analyzed in a sensing algorithm, 
which saves the contact force between the surface of a tissue and the sensor. The proposed 
sensor can be considered as a new generation of tactile sensor because it extracts the indentation 
depth and displacement rate in addition to force and displacement. This capability can be 
beneficial in other applications; such as for use in robotic arms and humanoid robots. The 
trapezoidal shape of the sensor enables the algorithm to measure average displacement rate 
(average velocity) during a single touch. Several indentation tests were done on bovine tissues. 
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The results indicate that the developed sensor can reliably differentiate between biological 
tissues with viscoelastic behaviour. 
 Thesis Outline 1.2
The rest of the thesis is structured as follows: 
Chapter 2  - Anatomic characterization and profilometry of tissues with natural shape: a 
real-time approach for robotic-assisted minimally invasive surgery 
The concept of a master slave robot, RMIS and associated problems of MIS and RMIS methods 
are described. A comprehensive literature review is summarized, in which existing methods are 
presented in the context of the measurement of mechanical properties of tissues during RMIS. 
Section 2.2 describes the control approach of robots, surface profile, contact detection and 
calculation of tissue stiffness. They are discussed in detail as sub-algorithms of artificial haptic 
systems.  
The results, discussion and performance analysis is discussed in section 2.3. The elastic modulus, 
which was calculated using the proposed method, is compared with those found in literature. The 
system can be used for abnormality detection in biological tissue with respect to relative 
softness. 
Chapter 3  - A new tactile array sensor for viscoelastic tissues with time-dependent behavior  
Design and characterization of a new tactile sensor for MIS and RMIS applications is presented. 
In Section 3.1, the applications of the proposed sensor are discussed.  It can be used as a non-
invasive probe for cancer detection, in a humanoid robot, or during MIS and RMIS. The 
literature review on similar tactile sensors is also discussed. 
In Section 3.2, the sensor structure design including fabrication and sensing algorithm is 
discussed. The experiments on biological tissue and discussion on the results are presented in 
Section 3.3. 
Chapter 4 - Conclusion and Future Work 
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In the beginning of this chapter, the overview of the thesis contributions is presented. The 
conclusion of the each main part of thesis is discussed in this section. The chapter continues by 
presenting some opportunities for future research. 
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2 Chapter 2 - Anatomic characterization and profilometry 
of tissues with natural shape: a real-time approach for 
robotic-assisted minimally invasive surgery 
 
 Introduction 2.1
Teleoperation tasks employing the use of master slave systems have been used ever since 1940 
[5]. However, it was not until 1985 that the emergence of the Programmable Universal 
Manipulation Arm (PUMA) revolutionized high precision tele manipulation operations.  These 
accurate motion controllers facilitated vital operations such as Robotic Minimally Invasive  
Surgery (RMIS)[2] and, along with the progressive developments in robotics and tele 
manipulation, RMIS became a viable substitute for conventional and Minimally Invasive 
Surgery (MIS) [1]. Advances in RIMS during the past few years have enabled surgeons to 
execute the most complicated surgical procedures, including mitral valve repair [10] and 
pulmonary resection operation [11]. Since the surgeon is now provided with increased dexterity 
and precise maneuvering during MIRS, only a small incision is now required with corresponding 
reduced tissue trauma and, therefore, faster recovery time. However, since surgeons still do not 
have direct access to the patient’s body in RMIS, they lose the perception that is afforded to them 
by direct touching and palpating the tissue [12, 13]. In other words, the lack of haptic feedback 
[14] , which is caused by the nature of master slave manipulation, is still considered as being one 
of the main drawbacks in present-day RMIS. 
The haptic information, which comes from direct palpating of soft tissues, can be categorized 
into two groups. First, mapping data that contains information based on the location and shape of 
the goal tissue in the surgical field. Second, the mechanical properties of soft tissue, which is 
manifested in terms of (relative) softness. In fact, during open surgery, it is the combination of 
mapping data and the sense of touch perception provides haptic feedback for surgeon [15]. 
Studying each constitutive part of human haptic system has led to the development of imaging 
techniques and tactile sensors in order to provide this lost haptic information during MIRS. 
 7 
 
2.1.1 Characterizing tissue with imaging techniques 
Although imaging techniques have been used as common methods to provide visual images 
during surgery for both MIS and open procedures, it was not until researchers combined different 
imaging techniques that it was possible to obtain the mechanical properties of tissues and locate 
abnormalities. Hekimoğlu1 et al. demonstrated the combination of three methods, namely T2-
weighted, diffusion weighted magnetic MRI and proton magnetic resonance spectroscopy 
correlated with histopathology which led to recognizing the cancerous tissues within the prostate 
[16]. Similarly, investigations conducted by Karatopis et al. concluded that the combination of 
magnetic resonance spectroscopy (MRS) and magnetic resonance spectroscopic imaging (MRSI) 
is capable of localizing, with acceptable spatial resolution, cancerous tissue contained in breast 
lesions [17]. However, in image guided surgery, the rigid-body approximation is considered as 
being a main principle whereas the deformation brings uncertainty for using the images, which is 
prepared prior to the operation, notwithstanding the fact that it is an inevitable characteristic of 
biological tissue [18]. Furthermore, techniques that are used in real-time MRI, such as those 
necessary in minimally invasive urology surgery [19], are still limited in scope and versatility not 
to mention those that are even more demanding in the context of general surgery [20]. On the 
other hand, although development of a robot that is compatible for use during an MRI procedure 
is another challenging task [21, 22], some researchers have developed MIS systems for limited 
types of surgeries which are capable of working within an MRI environment. Stoianovici et al. 
developed a pneumatic step motor made of nonmagnetic and dielectric materials, and fiber optic 
as the motor encoder [23]. The motor is used to actuate the first MRI compatible robot to 
perform transperineal percutaneous needle access in radioactive seed implant operations under 
real-time MRI imaging [24]. Masamune et al. proposed a needle insertion manipulator which 
comprised polyethylene terephthalate that was actuated by ultrasonic motors [25]. However, 
MRI does impose severe limitations when it comes to manufacturing elements of robotic surgical 
tools in terms of material selection, design and computability of equipment [26]. It therefore 
becomes necessary for researchers to develop techniques that provide mechanical characteristics 




2.1.2 Tissue characterization in RMIS using tactile sensors 
 Soft organs, which are goal tissues in the surgical field, exhibit complex mechanical behavior. 
This behavior can be studied based on inherent characteristics of biological tissue in terms of 
nonlinearity [27], anisotropy [28], nonhomogeneousity[29], time and rate dependency [30]. 
Although there are different developed tactile sensors that are capable of obtaining the 
mechanical properties of soft biological tissues, considering the complex behavior of biological 
tissues each tactile sensor must be evaluated based on the type and accuracy of parameters which 
the sensor characterize during sensor/tissue interaction. Samur et al. developed a robotic indenter 
for minimally invasive measurement for pig liver characterization [31]. Their device 
characterizes the pig liver properties based on nonlinearities resulting from contact, geometry 
and viscoelastic/hyperelastic material model. Hassanbeiglou et al. developed an array sensor that 
is able to distinguish between soft tissues with viscoelastic behavior for MIRS application. 
During an indentation test, it was shown how the developed sensor was able to distinguish 
between different bovine tissues types considering the rate-dependent response of the tissues [32, 
33]. Xie et al. developed an optical tactile array probe for MIS applications which is able to 
detect embedded nodules inside soft tissues. In their method, spatial distribution of tactile force 
feedback detected tissue abnormalities. They demonstrated that the performance of their system 
provided accurate results when the sensor was used on artificial soft flat surfaces but were 
inaccurate on non-flat surfaces [34]. Samur et al. classified and compared the measurement 
methods according to the in situ and in vitro context of measurement for tactile sensors [31]. 
They determined that most of the specimens used in tissue related measurements were excised 
and well-shaped from the goal tissues. As a result, by knowing the actual dimensions, cross-
section and well defined boundary conditions applied to the specimens, different methods of 
measurement can be easily applied to calculate the mechanical properties of each tissue. 
However, the ideal choice when requiring the most accurate mechanical characteristic of a tissue 
would be to test it in its natural state [35]. 
Based on above, characterization of naturally shaped tissue is the most desirable and accurate 
approach. Hence, in this research we propose a novel approach which can be applied for in vivo 
measurement during RMIS. The method was developed to compensate for the lost haptic 
feedback that is still a shortcoming in current RMIS procedures. The system itself has four 
different features which enables the surgical robot to:  
 9 
 
a) touch and palpate the tissues without indenting the surface to show the tissue’s surface 
topography (profilometry of tissue), 
b) apply controlled indentation on the tissue surface in order to calculate its modulus of 
elasticity, 
c) determine the location of buried lumps beneath the surface of a tissue, and  
d) map the hardness distribution around the lump. 
In order to simulate robotic surgery, and to evaluate all the above-mentioned capabilities, a test 
rig was developed as shown in Figure 3. The experimental set-up included a 5 degree of 
freedoms (DOFs) robot as the slave part of the robotic surgical instrument, fabricated silicon 
rubber materials as the goal tissues, different sizes of balls (buried in the rubber as artificial 
lumps) and a strain gauge force cell with ball caster tip. The spherical ball, which interacts with 
the material, produces less stress concentration on the surface under investigation and can move 
over the material surface. 
 




   Methodology  2.2
The purpose of this research is to design and develop a novel method which compensates for the 
lost haptic feedback which, as previously mentioned, is the major drawback of current RMIS 
procedures. The human haptic perception, together with its constituent components, were used as 
an inspiration to design the proposed method. In the human haptic system, when a material is 
touched, sensory receptor impulses on the skin and characterizes its size, shape and texture by 
providing kinesthetic and cutaneous feedback sensing to the brain.  
Firstly, kinesthetic feedback [36] helps to provide information based on the geometry [37], shape 
[38, 39], and weight [40] of any object touched by the hands. All the feedback from receptors 
embedded in muscles, joints and tendons carry the signals to brain, which is able to calculate the 
position, shape and geometry of object. Playing a musical instrument is one of most dexterous 
operations which uses this kind of joint and sensory feedback [41]. This human phenomena is 
used to add kinesthetic feedback algorithm for the robotic system which consists of a 5 DOFs 
serial manipulator called Catalyst-5 that operates as the slave part in robotic surgery. When the 
end-effector of a robot grips or touches a point in the global XYZ coordination on the robot base, 
forward kinematics of the robot can calculate the precise relative position of the touched object 
with regard to the reference coordinate of the robot [42]. This operation is made possible by the 
encoders that are installed in each joint of the robot since, by knowing the boundary points of the 
touched object, the shape can be shown in the robot’s coordination system. This shape is similar 
to the 3D concept that forms in the human brain after touching. The procedure detailing the robot 
touching the goal tissue without indenting the surface is described in section 2.2.1.2. 
Secondly, tactile sensing is the other part of human haptic feedback in which the skin 
mechanoreceptors are fundamental sensory receptors that respond to pressure and deformation 
[43]. During a single touch, the brain actively processes this tactile feedback received from 
mechanoreceptors [6]. The touching procedure for soft tissues is accompanied with indenting the 
object. As the depth of touch increases, the intensity of the reaction force inherent within the 
material increases causing the mechanoreceptors to detect a correspondingly larger force [44]. 
The combination of this tactile force and kinesthetic feedback, previously discussed, informs the 
human about the direction of stress [45] which is the same as the normal vector plane of the two 
interfered surfaces [46]. The latter direction, in conjunction with the force which is 
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comprehended by the mechanoreceptor, was the inspiration behind building the second part of 
the tissue characterization system for MIRS application. In this research, in order to measure the 
tactile force between tissue and robot, the robot is equipped with a tactile force sensor which 
enables the robot to measure the contact force of the tissue interaction. The strain-gauge, 
consisting of a ball-caster, measures tactile forces with an accuracy of 0.01 N which are then 
transferred to the tissue characterization algorithm.  
During contact between tissue and sensor (see Figure 3), the system starts to behave in a similar 
manner to that of a real surgeon’s hand during an operation. When a surgeon palpates a tissue for 
examination, he/she first touches then indents the tissue and the resulting kinesthetic and tactile 
feedback message to the brain permits a determination to be made as to tissue softness and other 
material consistencies. The developed system, based on the human haptic system, operates in a 
similar manner to the surgeon’s hand. Operated by the user, the tip of the sensor mounted on the 
robot touches the surface of the material. The force feedback control (FFC) then takes over 
control of the robot (Figure 4) and stabilizes the contact between the ball caster and tissue. Then, 
the robot starts to mimic human palpating behavior in order to scan the surface while the 
controller ensures that the robot neither indents the surface nor becomes separated from the 
tissue surface. The palpation field is defined by the desired center and radius which are chosen 
by the user. The robot touches the center and moves in a spiral movement which covers the 
desired field after which a 2D/3D profile of the touched tissue is shown to the user. 
By knowing the topography of the tissue, the system is able to calculate the modulus of elasticity 
of the desired point on the tissue surface. The robot indents the ball caster on the desired point 
and develops a contact detection algorithm (CDA) in order to calculate the depth of the 
indentation after which the result is fed to another algorithm that calculates the modulus of 
elasticity of the goal tissue in real-time. Depending on the result, either 2D or 3D scanning is 
chosen in order to obtain the tissue profile and a related depth calculation algorithm is activated 
automatically to calculate the depth of the indentation. 
Another feature of the developed system is its ability to map tissue abnormalities in terms of 
(relative) softness. The material characterization algorithm is capable of scanning the surface of a 
nonplanar material while the depth of indentation is kept constant. As a result, the algorithm 
calculates the relative softness of any abnormal tissue points which has a different softness in 
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comparison to adjacent points. The block diagram of the whole developed artificial system is 






Figure 4. Material characterization system block diagram 
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2.2.1 Manipulator with force feedback 
The manipulators used in RMIS consist of serial and parallel mechanisms. The articulated 
prismatic and revolute joints are designed to execute precise maneuvers which are issued by the 
master part of surgical tools. In current research, and since the focus is on the interactions that 
occur in the slave part of robotic tools, a simulation is designed in Matlab Simulink environment 
to operate as the master part. The virtual master part, which is the user interface of the system, 
receives user’s input and transfers the desired operation followed by the slave part [47]. These 
operations consist of approaching and touching the surface of a material, palpating the tissues 
topography and indenting the desired point to calculate the modulus of elasticity.  
The QUARC accelerate design package (version 2.3.603), which is product of Quanser inc. is 
integrated in Matlab/Simulink package 2012b (version 8.0.0783) is used to implement the force 
feedback control. Since the Quanser control works with a time iteration of 0.001 sec, and in 
order to have stabilized synced sub-systems, the other algorithms are programmed to work with 
the same time iteration. As a result, the algorithm’s processes, which are computationally 
expensive, are assigned to be performed using three PCs connected to each other using Quanser 
stream call/write block over a local network which is specifically designed for mentioned tasks. 
In order to assure that the inherent delay in real-time operations does not adversely affect the 
system, a test is designed to measure any delay in the control loop. A delay is defined as being 
that period of time in which a transmitted signal travels through the two other PCs and returns to 
its point of origin. Such a delay test is implemented for each PC and the maximum delay of 
0.0034 seconds, which is accumulated during 20 minutes of active working of the system, is 
introduced as the whole delay of system. 
 
Figure 5. Distributing the real-time calculations on three PCs 
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2.2.1.1 Robot Position Control 
The Catalyst-5 robot, which is used to execute as the master part, is controlled by the Quanser 
open architecture module [48]. The inverse kinematic approach [42] for object manipulating, and 
reaching the desired coordination of ball caster sensor in Cartesian space, is used in the module. 
The kinematics of the designed probe, which connects the gripper to the force sensor, is also 
added to the kinematics of the robot. Five proportional-derivative (PD) controls are used to 
control the angle of each revolute joint of the robot. The QUARC software, which is integrated 
in Matlab Simulink environment, is utilized to apply the PD closed-loop position controller for 
reaching the desired coordination of the ball caster as shown in Figure 4. 
2.2.1.2 Controller with force feedback 
Robots contact the environment for different purposes such as object manipulation [49], tactile 
servo-operations [50] and rolling manipulation [51]. In these procedures, equipping the robot 
with a tactile sensor can provide the information related to the contact such as detecting the 
contact itself, calculating contact area surface [52] and acquiring the force resulting from the 
intersecting surfaces in the contact field. Force feedback can also be used for robot control 
strategy. For example, Denie et al. proposed a control strategy of the robot based on a developed 
large scale tactile map of the robot. Their architecture represents different phases which should 
be considered for tactile-based control and representation [53]. Wang et al. designed a hybrid 
impedance control which enables a 5 DOF robot to follow both the positions and trajectories. 
The force and torque feedback, captured in the end-effector of robot, were used in the closed-
loop control of the robot [54]. In current research, the force feedback is also used in controlling 
the robot to have stabilized contact between the sensor and goal tissue. The micro load cell 
(model No. 3132 and manufactured by Phidget Inc.) is used to transfer a continuous stream of 
force data into Matlab Simulink environment using a USB port [55]. The load cell is a force 
module which works by sensing microscopic changes on the beam element of the sensor. The 
manufacturer of the sensor, which has a capacity of 780 gr., indicated that the error is equal to 
1% of the measuring range [56]. As shown in Figure 6, the strain gauge is attached to a probe 
which is designed to connect the sensor to the gripper of the robot. The other side of the force 
sensor is connected to a 0.5 in. ball caster manufactured by Pololu Inc. The ball caster enables 
the sensor to rotate on the surface of the material while the force sensor continuously measures 
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the contact force between the ball and the tissue. The strain gauge is calibrated to capture the 
force using the configuration shown in Figure 6.  
 
Figure 6. Force sensor element including ball caster, strain gauge and Phidget 
Bridge 
By applying the position control strategy, the ball caster sensor can approach the zone that is 
specified by the master part. The area is, in fact, where the artificially made silicon rubber 
material is located. This area represents the surgical field during a simulated RMIS experiment. 
The silicon rubber plays biological tissue’s rule in validation step of the proposed system. Eq (1) 
shows the dynamics of the robot which interacts with external environment.  
k ( )d d d d eM x B x x x F      
Eq (1) 
Where: x, ẋ and ẍ are the corresponding position, velocity and acceleration of the touching ball 
caster, xd the reference position of the ball caster, Md, Bd, Kd are inertia, damping and stiffness of 
the system, and Fe is environmental reaction force which is measured by the ball caster. 
To control the system, a force feedback control (FFC) is designed as an admittance control 
approach. A proportional integrator derivative (PID) controller, shown in Figure 7, is used to 
control the position according to the force feedback of the robot [57]. The controller is designed 
to stabilize the force to the threshold of 0.04 N which is defined as the touching force. When the 
robot approaches the surface of a material, and contact is made between the ball caster and 
material, the system automatically engages the force feedback controller (FFC) so therefore no 




Figure 7. Admittance control approach  
The stabilizing force varies according to the material softness and its nonlinear behavior. The 
FFC controls the vertical motion of the robot in such a way that the force which is produced 
because of sensor-tissue interaction doesn’t exceed the predefined contact force. The 
stabilization force for two silicon rubber specimens, made by Ecoflex 00-10 and softened with 
silicone rubber oil, is shown in Figure 8. As can be seen from this graph, the stabilization time 
for harder a material with 32 KPa occurs in 0.15 Sec the duration for the softer one with 0.8 KPa 
is 0.38 Sec. The stabilization process for the softer Ecoflex 00-10 is accompanied by an 
indentation of 0.1 mm in the vertical direction which is recorded by the robot’s positioning 
control feedback. 
 
Figure 8. FFC stabling force on surface of material with 32 KPa and 0.8 KPa 
elasticity modulus 
The FFC is designed to stabilize the contact for both the static and dynamic position of the robot. 
Figure 9 shows that if the straight motion is defined for the robot as a prescribed path, the ball 























spatial motion, the FFC keeps the force to the touching threshold. Consequently, the ball rotates 
on the surface and saves the scanned contact point without indenting the material. While the ball 
scans the material surface, a surface transformation algorithm (STA) calculates the spatial 




Figure 9. Robot 2D maneuver with FFC 
The spatial position is a result of joint to Cartesian space conversion in forward kinematic 
algorithm of robot as shown in Figure 4. The velocity of the robot in each X, Y and Z direction is 
saturated by a rate saturation function for both modes of contact and object manipulation. The 
velocities are saturated to 50 mm/s in each direction for the object manipulation mode. As soon 
as contact is made, the rate saturation block limits the velocities to 5 mm/s for each direction. 
Consequently, the robot which has force feedback can move at a rate of 8.66 mm/s in the 3D 
workspace when it interacts with the external environment. 
In order to evaluate the FFC control in 3D motion, a complex maneuver on the surface of very 
soft foam is defined. The selected foam, which is shown in Figure 10 (a) has a modulus of 
elasticity equal to only 0.2 KPa and can therefore easily can be deformed. While the robot scans 
the surface, the FFC attempts to keep the force to 0.04 N. The steady state error, which is 
captured during the 100 mm prescribed path, is illustrated in Figure 10 (b). The reference force is 
defined as 0.04 N for the FFC during this maneuver. Different errors are measured for two 
phases of mounting, both uphill and downhill. The force deviation and errors are shown in Table 
1. Verification of the captured surface, and the procedure in which the topography is calculated, 





                   (a)                                    (b)  
Figure 10. (a) Passing on bumpy surface (b) Steady state error of the FFC in force 
stabilization during the passed distance 
Table 1.  Steady state error of FFC for the touched length shown in Figure 6. (a) 
Mode 
Deviation Force from Reference 
Point (N) 
Error (%) 
Going Uphill Scanning Max Captured Force : 0.0445 11.25 
Going Downhill Scanning Min Captured Force : 0.0351 12.1 
 
2.2.2 Profilometry of organ with natural shape 
The material characterization methods which are discussed in context of tactile sensors are 
interconnected with the two main topics of stress and strain [58]. Researchers have used different 
types of tactile sensors such as piezoresistive, optical, pneumatic in order to measure the force in 
the contact area for MIS and RMIS applications. However, applying the developed method for in 
vivo applications is still remained a challenging task. Most of the experiments to obtain 
mechanical properties of tissue were conducted on desired excised tissue specimens [30]. 
Ottensmeyer et al. quantified the different responses which are seen between excised lobe case 
and the in vivo whole organs. They reported that different testing conditions led to getting 
different properties of the tissues [35]. Different results of experiments, conducted on excised 
tissue and in vivo organs, were mainly due to: (i) the lack of perfusion in absence of the vessels 
[35], (ii) the dehydration effect [59] and (iii) the natural geometry of the organ. The developed 
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system in current research focused on an applicable method which can measure the organ’s 
mechanical properties in the natural geometrical condition. As result, profilometry of natural 
shape organ will be the first step in tissue characterization procedure. 
Most of human organs have unsymmetrical and nonplanar geometry. As a result, the tactile 
sensor which characterizes the contact for in vivo applications should deal with the non-uniform 
geometry of these tissues. The imaging algorithm, shown in Figure 4, is capable of measuring the 
spatial position of a desired point on organ’s surface. The developed system for acquiring the 
mechanical properties of tissue provides the user with three options. First, if the user selects the 
“point selection” and guides the ball caster to the desired point, the sensor touches the point 
while the FFC keeps the force to the threshold of touch and the surface transformation algorithm 
(TSA) saves the selected points coordination. Second, if the user selects the 2D option, the ball 
caster scans the path on the surface of the material between the two points which are defined by 
the user as shown in Figure 9. Third, if the user selects the 3D mode, the system scans the 
simulated surgical field according to the radius and resolution which are defined by the user. 
This information is fed to the artificial palpating algorithm which then calculates the tissue’s 
softness. 
The artificial palpating algorithm, which is involved in the 3D mode, is inspired from human`s 
palpating behavior. One tries to touch and palpate a material without indenting to obtain the 
surface properties of a deformable material. Then, using a finger, the user tries to indent the 
surface precisely to acquire the softness through the human haptic feedback system and it is upon 
the basis of this procedure that the algorithm is designed to work. First, the FFC stabilizes the 
force on the defined center. Then, the robot sweeps the ball on surface of tissue in a circular 
pattern-based path similar to the trajectory of a human finger. This non-straight trajectory is used 
also in medical diagnostics for lump detection [60]. 
The Archimedean spiral equation is used in the 3D scanning mode to recreate human palpating 
behavior. The X and Z coordination of 3D scanning algorithm are calculated using Eq (2). The Z 
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(X0, Y0) is the center coordination of the area around which scanning takes place. r is the radius 
of the area for spiral scanning and a is the resolution factor of the scanning and is defined by the 
user through the interface. The trajectory points are calculated proportional to the scanning 
resolution factor. Two series of calculated trajectories with different resolutions are shown in 
Figure 11. The X and Y coordinates are the outputs of the 3D trajectory planning algorithm. The 
Z coordinate is the output from the FFC which is integrated in the trajectory planning. These 
three outputs are set as the reference of position control which are to be followed by the robot. 
By knowing the relative coordination of the touch point, the 3D profile of the scanned tissue can 
be achieved. The forward kinematic approach is used to calculate the relative Cartesian location 
of touched points. The feedback of the robot, which is the measured angle of each joint, 
constitutes the joint space of the robot. The joint space to Cartesian space transformation is 
undertaken in the forward kinematic block shown in Figure 4. The result of this transformation is 
the Cartesian coordination of the ball center and the resulting information is used in STA to 
calculate the exact touched point locations with respect to the saved ball center coordination. 
  
(a) (b) 
Figure 11. Produced X and Y trajectory to be followed by the robot, (a) Radius: 






2.2.2.1 Geometry correction of scanned surface 
Surface metrology science, which studies surface properties in small scale geometrical features, 
has been used in different engineering disciplines such as machine tools [61], vehicle dynamics 
[62] and biological applications [46, 63, 64]. In order to acquire precise surface information, as a 
result of a rolling tribological ball contacting the surface of a tissue [65], appropriate 
transformation calculation should be done. In current research, the true surface profile of the 
tissue is obtained using the ball caster center locus. As shown in Figure 12, as the ball rotates 
above the surface the forward kinematic feedback of robot saves the coordination of the ball 
center. This point is representative of the real corresponding contact point from which the real 
surface coordination is calculated based on the scanned surface. The same transformation is also 
necessary to obtain the true surface in context of the rolling ball in other applications. For 
example, the true envelope surface should be calculated based on the morphological filter which 
reflects the boundary surface region in measuring roughness using a rolling ball [66]. Also, in 
tire-road interaction the ground profile can be calculated using the instantaneous center (IC) of 




(c) (b) (a) 
Figure 12. (a) Scanned and real surface of the tissue, each segmented color represents 
the real corresponding surface of the same color (b) Translational movement on 𝒃′𝒄′ 
which is saved as bc1 (c) Passing the ball caster on a sharp edge, the blue circle is 
tangent to the AI and the gray circle is tangent to IB. Point I is the center of 𝑪𝟏𝑪𝟐𝑪𝟑̂  
As can be seen in Figure 12 (a), the real surface of the tissue is shown in several segments. Each 
segment represents the corresponding scanned surface which is shown with the same color. The 
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scanning accuracy depends on size of segment which the system is able to detect. The Scanning 
resolution is equal to the Cartesian resolution of the robot which is 0.1 mm. It can be seen that 
the segment of bc1 is saved as 𝑏′𝑐1
′  on the real surface in Figure 12(b). The transformation matrix 
which locates the point 𝑏′ is defined by Eq (3). Location of each point is calculated based on the 
slope of the line which will the ball will contact in next step. 
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The STA transforms the point 𝑏 to 𝑏′, when the ball center reaches to point c. The real surface of 
the scanned tissue is formed by many linear segments. The STA constructs each point of the 
straight segments with one-step delay. The result of the TSA transformation for the elliptical 
shape surface is shown in Figure 13. In this figure, only several ball contact points from 





Figure 13. (a) Elliptical shape built by silicon rubber material Ecoflex 00-10 (E= 0.8 
KPa) (b) 2D STA transformation for specimen shown in (a). Each blue circle on 
scanned surface is transformed by TSA from the scanned surface 
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The specimen shown in Figure 13 is built with an elliptical molded shape, which is similar to the 
organ’s natural shape. The STA correction importance is more critical when it deals with a 
smaller surface radius in comparison to that shown in Figure 13. To compare the STA operation, 
a specimen with a higher convex contour is prepared from the Ecoflex 00-10 material. This 
specimen has the maximum convexity which the system can be used for scanning. The 
maximum angle that a 6 mm radius ball can implement scanning is 30° and if this angle is 
exceeded, the ball container part of the sensor will contact the specimen and hence the 






Figure 14. (a) Spherical shape specimen which is made of Ecoflex 00-10 0.8 KPa  
(b) Scanned surface with and without STA 
A similar transformation, as discussed in the 2D movement, is used for 3D scanning for which 
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Each spatial change in location of the ball center is imaged on three planes, XY, YZ and XZ. The 
TSA then calculates the angle of each planar change in these 2D coordinates. All mathematical 
transformations occur in each integration of the Matlab/Simulink by the STA block. The result is 
shown in Figure 15. 
 
Figure 15. (a) Built elliptical silicon rubber (Ecoflex 00-10 base softened with silicon 
oil) (b) Scanned elliptical material with ball caster 
Human organs such as the liver and kidney have smooth surface shapes. Although the tissue 
profile similar to the surface which is in Figure 12 (c) is not the same as a human organ surface 
profile, the proposed method of acquiring the tissue surface profile with a rolling ball is 
developed to scan even this kind of jagged surface. As shown in Figure 12 (c), the rolling ball in 
the AIB direction rotates on the AI path until it reaches point I which is the instantaneous center 
of the ball in motion. Then, the ball center rotates around point I until the circle becomes 
tangential to path IB. In this step, the transformations which are presented in Eq (4) and Eq (5) 
do not reflect the points of the real surface of I. An algorithm which detects the rotation around a 





certain point, point I which is the real point of the surface should be the output of transformation 
for the C1C2C3 arc. In order to detect if the ball center has pure rotation around a certain point, 
the radius and center of each three sequential points are recorded every 3 mm. For each ball 
center point, which is the output of forward kinematic, the TSA selects the two next points at a 
distance of 3 mm. The coordination of these three points are fed to the circlefit3d toolbox in 
Matlab [68]. If the calculated radius for these three points be located in range of the ball radius 
with 15% tolerance (5.1 mm to 6.9 mm), and center of fitted circle on the three points be in 
neighborhood of 2 mm distance of previous step points, then these three point will be part of the 
a circle. As a result, point I will be transformed by STA as the arc C1C2C3. The 15% tolerance 
is achieved practically for the sharp edge for which the AIB angle is between 110° to 160°. This 
tolerance should be considered because of the geometrical and computational errors which have 
different impacts on the circle fitting procedure [69, 70]. During the tissue scanning procedure in 
current research the curve radius calculation algorithm was active, but there were no jaggy points 
detected by the algorithm. This part is added to present a comprehensive method of scanning the 
surface using the rolling ball. 
2.2.2.2 Profilometry validation 
In order to validate the imaging module, which is part of developed tissue characterization 
system, an evaluation procedure is defined. Several silicon rubber specimens are built using 
elliptical shape molds as shown in Figure 13 (a) and Figure 14 (a). The cured material is part of 
an elliptical surface which represents the goal tissue. Then Ecoflex 00-10 as base material and 
silicon oil were mixed. Adding more silicon oil decreases the softness of the cured material. The 
constructive composition ratio of the materials is considered in such a way that the modulus of 
elasticity for cured material results in elasticity modulus of 0.8 KPa, which is softer than the 
selected real tissues in the experiment. The elliptical surface shape, shown in Figure 15(a), is 
selected for the validation test.  
In order to obtain an accurate 3D shape of the molded material, an LPX-250 Roland PICZA 3D 
laser scanner is used to scan the specimens with accuracy of 0.3 mm in the X, Y and Z 
directions. The points of scanned cloud are obtained in the coordination matrix using Dr. PICZA 
software [71]. The coordination, which is acquired using 3D scanner, is considered being the 
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error-free reference as shown in Figure 16(a). The output of the imaging block, which is a result 
of the STA, is then compared to the laser scanner surface output.  
An iterative closest point (ICP) algorithm [72] is used to compare the point clouds which are 
saved from the robot and 3D scanner. The ICP toolbox by Kjer and Wilm in Matlab is used to 
compare the clouds [73]. The method works based on minimizing the root mean square (RMS) 
error during the registration of the two surfaces on each other. The ICP algorithm calculates the 
transformation and rotation matrix to register the two surfaces which are shown in Figure 16(a). 
As shown in Figure 16(b), the ICP algorithm registered the ball scanned surface on reference 
one. Calculated root mean square, in each iteration during brute force matching, reveals a 4.22 % 
error of the mechanical ball scanning method as shown in Figure 16(c). The result indicated that 
the scanned surface, using our proposed method, can be a reliable base for the depth calculation 
during material characterization processes. 
 
 
Figure 16. (a) Scanned surfaces with rolling ball and 3D scanner (b) Iterative closest 
point algorithm result, the scanned cloud by the 3D scanner is considered as 




2.2.3 Tissue characterization system and surface profile display 
By knowing the accurate surface profile of the tissue, together with the known position of the 
ball caster which interacts with tissue, the contact between the material and tissue can be 
characterized. As a result, when the user selects the desired point for material characterization, 
different sub-algorithms will be engaged automatically. These algorithms are contact detection, 
depth calculation, the estimation of plane orientation for intersected plane and the 
characterization of the indented material.  
2.2.3.1 Contact detection and contact depth 
The indentation depth can be calculated by the characterization of the contact. To achieve this 
goal, two different 2D and 3D contact detection algorithms are designed. Each module 
characterizes the contact according to the mode selected by the user. The contact detection 
approach in current research works according to geometrical analysis. 
2.2.3.1.1 2D contact detection  
For the 2D mode, the CDA examines the coordination of the 2D scanned surface which are 
located in a range defined by a half-circular space. The center of this space is the ball caster 
coordination. The radius of half-circle is set to 8 mm to cover the 6 mm ball indenter. In each 
iteration of the controller, 0.001 seconds, two detected contact points which are representative of 
the contact boundary are detected as shown in Figure 17(a) and (b). The depth of the indented 
ball is calculated with respect to these two contact points. As the user guides the sensor toward 
the desired point in surgical field, the center of the ball is continuously located by the forward 
kinematics of the robot. The outer boundary of the ball is tracked with the circle range searcher 
sub-algorithm, which is included in the contact detection module. The half-circle space is 
defined by the circle equation and the center point. The algorithm detects the points of the 
material surface if the distance between the ball and surface is less than 0.1 mm. The locations of 
these detected points are fed to a depth calculation block. Two points which have maximum 
distance between detected points are selected as being the contact boundary. As a result, points 
C1 and C2 are continuously located during material indentation as the boundary points of the 





Figure 17. (a) Indented spherical ball on a tissue with curvature surface (b) Contact 
boundary points of the indented ball and nonplanar tissue (c) Enlarged contact area 
(d) Indented ball on surface of Ecoflex 00-10 (e) Detected points of contact for the 
moment which is shown in (d) 
By knowing the contact point’s positions, the depth of contact can be calculated through 
geometrical calculation. The contact depth of the ball caster consist of two lengths, i1 and i2, as 
shown in Figure 17(a). i1 can be calculated using Eq (5), the relation between the intersected 
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Eq (5) 
The similar neighborhood search method, which is applied for contact point detection, is used to 
calculate i2. Another range searcher [74] sub-algorithm in CDA calculates the minimum length 
among point C and the saved surface profile points. The maximum length of i2 is 1.2 mm and is 
experimentally measured for a 6 mm radius ball on the surface of a material having a minimum 
curvature of 40 mm. The range searcher algorithm searches the contact point in a range of 1.2 
mm to find a point which has minimum distance to point C [75]. The range can be modified for 
the other size of ball. The resulting i will be used to calculate the modulus of elasticity in the 
material characterization process. 
2.2.3.1.2 3D contact detection 
The 3D contact detection algorithm detects the spatial coordination of the boundary contact 
points between the indented ball and the scanned surface. The detected points shown in Figure 
19(a) are obtained by fitting a surface on a circular boundary points. When the ball is indented on 
the surface, the real detected contact boundary may be located on the spiral line shown in the 
Figure 15(b). Consequently, the contact cannot be detected on this discrete surface. An 
interpolation should be done in 3D space to obtain indiscrete surface. The interpolated surface is 
a based locus for contact detection in 3D mode. The result of interpolation for Figure 15 (b) can 
be seen in Figure 19(b).  
When a spherical ball is indented on the surface of material, the common points of contact which 
belong to both ball and scanned surface with a 0.1mm neighborhood are detected as contact 
points. These common points are shown on the surface in Figure 19(b) and (c). The indenter 
cloud is shown in Figure 19(c). The shape of this surface varies depending on the location of 
indentation. Since the indented ball is a rigid sphere and no deformation is considered for it, the 
normal of fitted surface on the detected points represents the normal interaction of the indented 
material. This normal vector will be used in force measurement during material characterization. 
The fitted circle on the detected contact points is shown in Figure 19(a). As shown in Figure 
19(d), for each state of movement a circle is fitted to the detected contact points. The diameter of 
the circle is calculated continuously during the indentation and transferred to the block which 
calculates depth of the contact. The diameter of the fitted circle is substituted with C1C2 in Eq (5) 
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to calculate i1, and i2 is calculated with a range searcher algorithm to find the minimum distance 






Figure 18. (a) Detected contact points on surface (b) Fitted circle on detected contact 
points (c) Detected contact point on lower hemisphere of ball which is indented on 








Figure 19. (a) Detected contact points on surface (b) Fitted circle on detected contact 
points (c) Detected contact point on lower hemisphere of ball which is indented on 
surface of material (d) Imaginary circular surface in contact area  
2.2.4 Tissue stiffness calculation based on characterized contact 
Material characterization in current research is done by relating displacement and material 
surface and measuring the reaction force of the material [58]. The characterization can be 
implemented by calculating the depth of indentation and the normal interaction force of the 
tissue based on elasticity formulation. As shown in Figure 17, when the indentation increases the 
contact area and the volume of material which directly contributes in contact area changes 
nonlinearly. In current research, the maximum depth of indentation which is applied on material 
by a 6 mm radius ball is 3.2 mm. For this range, the linear Hertzian contact theory can be applied 
to calculate the modulus of elasticity [76]. Liu et al. validated the linear assumption by testing on 
various soft tissues [46]. They investigated as long as the indentation depth is kept small (<3.5 
mm), the linear assumption in elasticity calculation for small deformation complies with other 
literature [31, 77, 78]. The general solution for contacting two spheres with an indentation of i 





Figure 20. (a) Spherical indenter on spherical surface (b) Inclined indentation on 
material surface, Fs is measured by stain gauge and the n is the normal interaction 














Where υ and Ε are Poisson’s ratio and modulus of elasticity, F is the force acting on indenter and 
“in” and “t” refers to indenter and tissue respectively. R is the effective radius of the two 
contacted surfaces. 
1 1 1
in tR R R
   
Eq (7)
 
Rin is the radius of indenter and the Rt is radius of the circle on fitted scanned surface in 2D 
mode, or the radius of sphere which is fitted in 3D mode. Wanninayak et al. developed a ball 
indenter to measure indentation depth for nonplanar tissue profile, but their method only 
considered the angle between inclined surface and the direction of measured force and the radius 
of touched object which contributes in contact was not considered [80]. 
In Eq (6) by assuming that the steel rigid indenter impinges the tissue, the modulus of elasticity 

















As shown in Figure 20(b), the ball caster force sensor measures normal Fs, the force which is 
caused by the indentation in the vertical direction. Considering the homogeneity and isotropy of 
the linear range which is considered for Hertz contact theory, Fn can be calculated in the 
direction of normal surface interaction. The direction is normal to C1C2 in the 2D mode as shown 
in Figure 17(a). In the 3D mode, the direction is that of a normal circle which is fitted on a 
contact point as shown in Figure 20 (b). 
 Result, discussion and performance analysis 2.3
The real-time material characterization which is presented in current research is tested on several 
biological tissues. The selected tissues are bovine liver, kidney and artery tissues. Brown et al. 
reported that the elastic response of soft tissue remains almost the same within three hours post-
mortem [81] and the specimens which are used for experiments in the current project are 
implemented within that three-hour time span. The material characterization which is the major 
goal of the developed system is tested in 2D and 3D point selection modes. The result from each 
mode is compared with the two other modes, and the 3D mode results are compared to that found 
in other literatures. 
On each tissue, two series of points with three points in each series are selected to be identified 
by each material characterization mode. Since the data collecting procedure coincides with 
indenting the material surface, the specimens may lose the interstitial water which has hardening 
effect on tissues [59]. Therefore, testing a point more than two times is avoided. Point 1, 2 and 3 
are selected for spot selection and 2D modes. And point 4, 5 and 6 are selected for 3D mode as it 
is illustrated in Figure 21 (a), (c) and (e). In order to compare the results of the three modes, it is 
endeavored that the selected points for 3D experiments be on the similar curvature of each tissue 




(a)                                                                       (b) 
  
     (c)       (d) 
 
  
                     (e)                                                               (f)  
Figure 21. (a) Bovine liver (b) 3D scanned surface profile of the liver (c) Bovine 
kidney (d) 3D scanned surface profile of kidney (e) Bovine heart (f) 3D scanned 
surface profile of the heart 
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In point selection mode, the contact force between ball and tissue is stabilized by the FFC. 
Location of the contact point is saved as the reference level of measurements.  After force 
stabilization, the prescribed vertical indentation of 3 mm is applied on the material surface. The 
modulus of elasticity is calculated for each point using Eq (8). In this step the material surface is 
assumed to be flat and the effective radius resulted by Eq (7) is equal to the indenter radius. The 
Poison ratio of soft tissues which are considered as incompressible materials are in range of 
0.45< υ <0.49 [77]. The Poisson ratio is assumed 0.49 for all of the specimens. The calculated E 
for each point calculated by spot selection mode is shown in Table 2. 












l2 0.09 1.0 





k2 0.26 8.6 





h2 0.46 28.0 
h3 0.28 9.9 
 
From the above table, it can be seen that there is a significant change between calculated E for 
point 1, which is on the flat surface of each tissue and point 3 where the surface has maximum 
curvature. As illustrated in Figure 17(c), when the vertical indentation of iv is applied on the 
material surface, the effective indentation of ie directly affects the normal interaction of Fn. As a 
result, the spot characterization will be accurate only for a flat surface.  
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The similar points which are used in spot mode are evaluated for material characterization in 2D 
mode. The straight path, which contains points 1, 2 and 3, is specified for 2D material 
characterization. The 2D profiles which are acquired by the STA are shown in Figure 22. The 
indentation and force calculations are undertaken according to these basic surfaces. When the 
ball scans the material surface, the contact point locations are calculated and saved by the STA. 
CDA calculates the depth of contact during indenting procedure. The result of 2D material 






























2.80 0.11 1.8 
l2 2.77 0.09 1.3 




2.96 0.31 11.3 
k2 2.83 0.28 10.6 




2.95 0.61 44.9 
h2 2.54 0.47 41.7 
h3 2.29 0.34 29.8 
 
The radius of the material surface is estimated in 2D mode and is taken into account in the 
elasticity calculation in Eq (7). The CDA also characterizes the contact geometry more 
accurately in comparison to the point selection mode so, consequently, the indentation depth can 
be calculated precisely. As shown in Table 4 the measured indentations are decreased by 23% for 
point l3 and h3, and 10% for point k3 relative to calculated values in the spot selection mode. The 
measured contact force in normal direction (Fn) is increased by 20% for l3, 18% for k3, and 21% 
for h3. Therefore, the calculated E has significant increase of 0.6 KPa (+60%) for liver at point l3, 
0.72 KPa (11.8%) for kidney at point K3, and 19.9 KPa (201%) for heart tissue at point h3. The 
result shows that the 2D mode efficiently characterizes the contact area in comparison to spot 






Table 4. Comparison of Spot selection, 2D and 3D material characterization 
  
Point selection vs. 2D  2D vs. 3D  
l3 k3 h3 l3 & l6  k3 & k6  h3 & h6  
Measured 
Indentation 
-23% -10% -23% -13.9% -3.7% +4.5% 















The second series of points, which are shown in Figure 21, are evaluated by 3D mode 
characterization. After specifying the radius and resolution of the desired area by the user, the 
STA calculates the 3D surface profile of the scanned area. In this mode, the user can guide the 
ball caster on each desired point in the scanned surface and then the selected point on the surface 
will be indented by 3 mm. Fn is captured for points 4, 5 and 6 on each specimen and the 





Table 5. Material characterization result for 3D mode 














2.91 0.12 1.9 
1.7 l5 2.72 0.10 1.6 




2.92 0.31 12.2 
11.7 k5 2.76 0.28 11.8 




2.92 0.63 47.7 
43.0 h5 2.68 0.51 40.4 
h6 2.31 0.41 40.8 
 
The result of 3D mode characterization shows that there is another significant change between 
measured magnitudes in 3D and 2D modes. Measured indentation is decreased 13.9% for point l6 
and 3.7% for point k6 in comparison to the 2D mode. This value is increased by 4.5% for point h6 
on heart tissue. The measured Fn is also decreased 3.7% for k6 and 20.5% for h6. There is no 
change for measured force at l6 (see Table 4). As a result, the calculated E has a significant 
change specifically for the points that are located on curved parts of the tissues. The calculated E 
has a significant decrease of 0.5 KPa (50%) for point l6, 11 KPa (36.9%) for h6 and 0.7 KPa 
(6.7%) for k6. These results indicate that the curvature of tissues, along with precise depth 
calculation, plays an important role in tissue characterization on the natural shape of the organ 
using tactile sensors. In Figure 23, the captured Fn versus measured effective applied 
displacement on liver are illustrated for the each mode of material characterization. The 
measurements are done for l1…l6. The point l1 and l4 are located on the same curvature, similarly 
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l2 and l5, and pair of l3 and l6. Indentation occurs on point 1, 2 and 3 in 2D mode, and on points 4, 






                                                            (c) 
Figure 23. Captured force (Fn) versus measured effective indentation (i) on liver tissue in 

















Point l4, 3D mode
Point l1, 2D mode
















Point l5, 3D mode
Point l2, 2D mode














Point l6, 3 mode
Point l3, 2D mode
Point l3, Point selection mode
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It can be seen that when the radius of curvature decreases, the force-displacement relation 
significantly changes amongst three modes. Since calculation of normal interaction of surface 
and depth of indentation can be calculated more precisely in 3D mode, material characterization 
is more accurate relative to other modes. As a result, the calculated E in 3D mode is reliable for 
all parts of the tissue. The 2D mode can be used to get accurate result on curvature with a radius 
larger than 150 mm, and the point selection mode can be used on flat parts of the tissue. The 
captured force and calculated indentation for atrial tissue for the specified points of Figure 21 (e) 
can be seen in Figure 24. The results show that the proposed method calculates elasticity 













Figure 24. Captured force (Fn) versus measured effective indentation (i) on liver tissue in 


















Point h4, 3D mode
Point h1, 2D Mode
















Point h5, 3D mode
Point h2, 2D mode















Point h6, 3D mode
Point h3, 2D Mode
Point h3, Point selction mode
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The average magnitude of elasticity modulus for the three points which are measured in 3D 
mode is calculated and shown in Table 5. The average value is compared with the modulus of 
elasticity for bovine liver and kidney in the literature which is shown in Table 6. The large 
variation is due to different testing conditions such as post-mortem time and temperature 
differences [82]. However, the calculated values comply with those mentioned in literature.  
Table 6. Modulus of elasticity for bovine liver and kidney in literature 







Calculation of modulus of elasticity according to 
Hertzian contact theory with spherical indenter 
Reiter et al. 
(2014) [83] 
1.18 
Loading response of a static indentation is used to 
calculated best linear fit of the curve's initial response 
Ayyildiz et al. 
(2015) [84] 
0.801 
Linear elastic modulus is estimated by E=3μ, where μ 
is linear shear modulus of material and calculated by 
optimization of material. It is assumed that the liver is 
homogenous, isotropic and incompressible material. 
Ocal et al. 
(2010) [85] 
5 






Linear elastic modulus which is calculated in 5 hour 







Calculation of modulus of elasticity according to 




64±7 Mean elastic modulus of bovine kidney 




Calculated Young`s modulus with developed tissue 
elastomer which measures modulus of elasticity with 
spherical indentor loading curve 
 
Calculation of elasticity modulus using developed method in current study allows users to locate 
the points on tissue with different hardness. This feature enables the system to find the location 
of buried lumps which, in tissue, changes the surface interaction between sensor and tissue. By 
knowing the surface geometry which is obtained by STA, the ball caster can be rolled on a 
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material surface to map relative softness. For this aim, the liver specimen is cut with a 20 mm 
layer thickness as shown in Figure 25(a). The plastic balls that substitute for artificial lumps are 
placed in a certain position. The plastic balls have 7.8 and 4.7 mm diameters. Afterwards, to 
obtain the 3D surface of the liver, the ball is rolled on the surface with a fixed prescribed 
indentation on the material surface. The start and end points of the motion is defined by the user. 
The 100 mm long path is defined for the motion with a 3 mm indentation on the surface of 
material as shown in Figure 24 (b). As the sensor is rolled on the surface, the material elasticity 
modulus is continuously calculated for predefined motion. The calculated modulus of elasticity 
for the linear motion is shown in Figure 25(c). The results are shown for every 2.5 mm distance 
on the traveled path. The two captured peaks indicate that the two points are harder than the 
other parts of the specimen. The positions of the harder points are saved and illustrated to the 









Figure 25. (a) Artificial plastic lumps which are buried in depth of 20 mm from 
tissue surface (b) 100mm pre-defined maneuver for lump detection (c) Calculated 
elasticity modulus of tissue which is selected by 2.5 mm distance for the lump 
detection 
The resulting 2D and 3D surface profiles (as shown in Figure 21 and Figure 22) illustrate a larger 
area of the goal surface for a better understanding and demonstration of the proposed method. In 
reality, however, one or two loops of spiral motion around a desired point is sufficient to 
calculate surface profile characteristic which is the basis of the material characterization process. 
Consequently, the time of scanning around the desired point will be acceptable for real-time 


















Elasticity modulus with lump
Elasticity Modulus without lump
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3 Chapter 3 - A new tactile array sensor for viscoelastic 
tissues with time-dependent behavior 
 
 Introduction 3.1
The major motivation for developing the sensor in our proposed method was to compensate for 
the deficiencies inherent within current minimally invasive surgery (MIS) systems. During 
RMIS, a surgeon using the master controls of the surgical apparatus initiates commands which 
are transmitted to a probe inside the patient. Since the surgeon operates from a remote location, 
he loses the perception that is usually obtained from direct touch and palpating the patient’s 
tissue [13, 89, 90]. Current reviews of articles show that although tactile sensors are being 
developed by researchers using piezoelectric, piezoresistive, optical and pneumatic transduction 
principles, the variety of data collected by these sensors is very limited in scope. Specifically, 
these new tactile sensors are capable to collect force and displacement data by directly touching 
a tissue.  This data is used to obtain compliance and hardness information, which are a function 
of the sensor geometry, structure, and measurement pathways [58, 91, 92]. In most cases, these 
sensors have not been put into use outside the laboratory and read strictly pressure and force 
mapping by direct tissue contact.  
In this research, a new type of tactile sensor is proposed for surgical applications. It can be 
considered as being a new generation of tactile sensor which can extract the indentation and 
displacement rate in addition to measuring force and displacement. This added capability can 
also be beneficial in other applications such as for use in robotic arms and humanoid robots. 
Tactile sensors play an important role in accomplishing various functions of humanoid robots 
such as object manipulation [49, 93], robotic hands [93-95], decoding and transferring tactile 
data collected in the fingerprint area of humanoid robots [96, 97], and classification of human 
facial features [98] . Also, communication between a robot and a human can be performed for 
different purposes such as in the nursing context [99], socializing and affective touching [100] .  
Recently, many types of tactile sensors have been developed for use in robotic arms and 
graspers. Dahiya et al. developed a polyvinylidene difluoride matrix of tactile sensors for robotic 
grasping application [101]. Their developed tactile sensing chip is able to measure the dynamic 
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contact force in a robotic application. Aoyagi et al. in a similar research work developed a matrix 
of capacitance sensors-embedded in Polydimethylsiloxane (PDMS) for use in robotic 
applications. They used a neural network algorithm that compared the output of different sensors 
to estimate the components of the contact force in the x, y, and z axes [102]. Considering the 
different functions of humanoid robots and human interactions, it is highly challenging to 
develop a tactile sensor that can capture even more information during such an interaction. The 
compatibility of this proposed sensor for use in a humanoid robot can be studied from two major 
aspects. Firstly, the characteristic of any material that is touched relative to time is explained in 
detail in the Sensing Algorithm Section. Secondly, the similarity in the trapezoidal shape of the 
sensor to a human fingertip makes it simpler to replicate it during touch. As illustrated in Figure 
26, the trapezoidal dimensions of the sensor can be modified according to the index finger or 
thumb on humanoid robots. 
Another application of the sensor can be as a substitute for the finger for palpating tissues. Ever 
since the era of Hippocrates to the present day, palpation using the finger has always been used 
as an initial step to locate the existence of possible abnormalities [103]. As an alternative to the 
human finger, any probe that is capable of determining material properties accurately would be 
of great assistance when wishing to make an accurate diagnosis. Such an innovation would be of 
great help to specialists in order to determine the presence, location and properties of tumors. 
Filloy et al. [104] have demonstrated a probe that is able to quantify the modulus of elasticity in 
a controlled indentation. Ayyildiz et al. [105] have compared their developed compact tactile 
sensor with a human finger for the purposes of detecting a breast lump. They have shown that 
while a human finger’s performance is slightly better in shallow inclusions, a tactile sensor can 
operate more efficiently in deep inclusions. In order to detect abnormalities, these types of 
probes improve the specialist’s manual dexterity since they can be applied non-invasively, 
compared to previous radical biopsy procedures. 
The applications of tactile sensors in the context which viscoelastic materials are in direct contact 
with the sensor such as RMIS, non-invasive cancer detection probes, and humanoid robots show 
significance of developing a sensor that is capable of determining viscoelastic characteristics of 
materials. Viscoelastic model of a tissue represents the most realistic behavior, which clearly 
demonstrates time dependent mechanical properties of live tissues. As a result, the sensor should 
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be able to capture spatio-temporal response of the viscoelastic materials. Many efforts have been 
made to increase the high spatial resolution and precision of the robot sensor, such as distributing 
an array of tactile sensors on the contact surface using composite piezoelectric materials in order 
to interact with the external environment [106]. Even using quantum tunnel composites, tactile 
sensors still possess spatial resolution comparable to the human fingertip, which is 1mm, so it 
still remains a challenging task to increase this temporal resolution, especially during the 
dynamic mechanical interaction between the sensor and touched surface [107, 108]. A Fuzzy 
algorithm was designed to identify type of different artificial tissues based on duration of time 
which takes for stress relaxation as a unique characteristic in the indentation procedure [32]. 
They added this time-dependent feature as an input to the detection algorithm in addition to 
stress and displacement. The stress was measured by a strain-gauge and the displacement was 
controlled by a robot during the indentation procedure. 
However, soft tissues tend to exhibit nonlinear deformation with time and deformation-rate 
dependency. Basdogan [30] showed that dynamic loading and response in both the time and 
frequency domain resulted to obtaining accurate mechanical properties of human and animal 
livers. Sumur et al. [31] also investigated that indentation with different speeds led to record 
different forces for their soft specimen tissues, specifically bovine liver. These forces were 
recorded and used in deriving Maxwell, Kelvin, and other models of viscoelastic materials. As 
mentioned above, in tissue related applications, extra parameters in relation to viscoelastic 
behavior of tissues can be measured to add more certainty to the sensor output. The new 
parameters that can be measured are force and displacement measurements, the force rate and 
displacement rate which can be taken into account by virtue of the time-dependent response of 
viscoelastic tissue to stress or strain.  If a constant strain rate is used between readings, the 
differences between two different tissues will be more clear and reliable. 
Our experiments show that a single tissue manifests a different force-displacement behavior for 
different displacement-rate applications. In order to distinguish among various tissues using 
force-displacement behaviour, it is therefore necessary to monitor and control the force rate and 
the displacement rate.  A new generation of tactile sensor design based on array sensors may 
answer this need. The new design will be able to pick-up force application rate as well as 
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displacement rate, in addition to basic force and displacement measurements. The former two 
data sets of interest are crucial to obtain a soft tissue’s relative viscoelastic behaviour. 
The sensor described in this research was designed because all current literature on tactile 
sensors appears to show that they only measured the contact force/pressure during the actual 
touch. For example, in two recent researches [96, 109] they state that there is lack of tactile 
sensors that are suitable for determining the difference between viscoelastic materials. The novel 
feature of the sensor described in this research, unlike previously developed sensors, is that it is 
capable of distinguishing the difference between several soft tissues with viscoelastic behavior. 
 Sensor Structure Design 3.2
In this section, the overall design of a piezoresistive tactile sensor is explained. Using 
piezoresistive material as a force transducer, and placing pieces of the material strategically, the 
sensor is able to provide the necessary information to obtain the time-dependant behaviour and 
hardness of tissues.  An array of electrodes bonded to an inclined plane relative to the surface of 
the tissue, and facing the surface of the tissue, act as triggers.  Once contact is made between the 
tissue surface and one of the electrodes, the main force sensor is signaled to record its immediate 











Figure 26. (a) Schematic exploded view of the sensor and its components (b) Side 
view of sensor with indenter pointing upward 
The array of fixed piezoresistive triggers is key to the acquisition of consistent force-
displacement-time data.  The height of the indenter is exactly 5 mm, allowing five electrodes to 
be placed at 1 mm height intervals. The electrodes are placed on alternating sides such that the 
size of each electrode is maximized without overlapping adjacent electrodes.  
 Sensor Fabrication 3.3
The sensor has a simple construction composed of several sensing elements bonded to a central 
trapezoidal piece.  The two array sensors consist of piezoresistive sensing elements 
symmetrically sandwiched by a copper electrode layer and a polyester film or silicone tape as 
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shown in Figure 27; symmetrically sandwiched means that there is the same layer above and 
below the sensing element [33]. The location of each sensing element in the two array sensors on 
the trapezoidal body is critical to proper data acquisition using the indenter. The trapezoidal plate 




                                                                (b) 
Figure 27. (a) Components of array sensor (b) The fabricated array sensor size 
After fabrication of the individual components of the array tactile sensor, the elements are 






                                                                (b) 
Figure 28. (a) Manufactured components of the array tactile sensor (b) Fabricated 
tactile Sensor 
The sides of the trapezoidal body piece have an angle of 20 degrees with respect to the base of 
the piece.  The angle was chosen based on experimentation.  It allowed for a workable balance 
between array sensor to tissue contact, and vertical distance between sensing elements.  Since 
time, force, and displacement are simultaneously recorded based on defined contact threshold, a 
sizeable spacing between readings is desired.  The indenter’s electrical circuit is based on that 
described by Kalantari et al., and was adapted for the array sensor [33]. 
 Sensing Algorithm 3.4
The novel sensing algorithm depicted in Figure 29 is relatively simple and has many useful 
features used to determine tissue properties. It was developed in the LabView environment and 









The sequence begins when a contact is made between tissue and sensor. That is, when the force 
measured by the sensor is greater than null. The main force sensor was calibrated to have a low 
threshold value since initial contact force may be quite small.  This is possible due to the low 
noise generated in the piezoresistive material; a threshold is used mainly to subdue the influence 
of noise signals. Figure 4 shows how the output force is constantly being measured.  Once the 
sequence is triggered by a non-zero force measurement, the time recording begins.  Each time a 
successive sensing element detects contact, the force measurement and time is recorded until the 
5 mm indentation depth. It can be considered that:  
             1,  and i i iF F T T T     
 
 
Where Fi is the instantaneous force measurement for i = 1, 2, …, 5, and dT is the time between 
recordings in the i
th
 step.  A total of five dT are recorded.  For a full indentation run, the average 
displacement rate can be recorded by dividing the depth of travel by the summed up the recorded 
















where V  is the average displacement rate (average velocity). 
It is important to note that the output of each of the sensing elements as well as the main force 
sensor is constantly being monitored. To distinguish between useful data, such as that obtained 
during loading-shift registers used in the program, the monitored output from the elements, at 
time N, is continuously compared to previously recorded values, from N-1, and a redefined 
threshold value.  The sensing element is considered to be in contact with the tissue only when the 
output at time N is greater than that at N-1, and it is greater than the threshold value. The value 
of force for each of the sensors is computed from their output voltage in the same way, since 
they are all made of the same materials. The change in output voltage of a sensor is proportional 





The equipment used to test the sensor array is shown in Figure 5.  
 
Figure 30. Equipment used to test the tactile sensor array 
The size and type of the tissue used to test the indenter are found in Table 7.  Once the tissues are 
received, they were cut into uniform rectangular specimens, such that they would be of 
appropriate size for testing equipment. 
Table 7. Tissue types and dimensions 
Tissue Tissue Type 
Dimensions (mm) 
Length Width Height 
1 Atrial tissue 
44 25 14 2 Bovine vastus lateralis muscle 
3 Bovine liver 
 
The selected tissues were bovine vastus lateralis muscle, atrial and liver tissue. Brown et al. 
[111] showed that the elastic response of tissue for porcine liver is almost the same within three 
hours post-mortem. In the current project, timing of indentation experiment tests were designed 
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in such a way that all data recordings were made within that three-hour period. Since data 
collecting procedure involves indenting the material surface, specimens lose interstitial water 
after each indentation procedure. This dehydration results in the hardening and stiffening of the 
material [59]. To prevent the effect of this phenomenon on experiments, several samples from 
each tissue are prepared and each sample was only used once for the indentation test. In order to 
have comparable results between runs, the sizes of the tissue specimen were kept uniform. The 
calibration of piezoresistive sensors for the purpose of connecting them to a written code is an 
advanced research topic of its own [33].  It is not discussed in detail here because it is considered 
to be outside the scope of this thesis. The ElectroForce Bose 3200 was used for applying 
indentation on surface of material and also for verifying the measured output of the tactile 
sensor. This device is specifically designed for material testing applications by Bose 
Corporation. This equipment is capable of applying strain and stress to within an accuracy of one 
micro meter and Newton, accordingly.  
As shown in Figure 31, the device has fixed and moving jaws on top of each other. The upper 
jaw moves and applies displacement to the top surface of specimen. Figure 31 shows the 
progressive indentation of the tactile sensor into the tissue in which the upper jaw has pushed the 
sensor towards the tissues from the top. The sensor is attached to the upper jaw of the 
ElectroForce Bose, and the tissue is placed on the lower fixed jaw. Each tissue is subject to a 
penetration depth of precisely 5 mm by the tactile sensor. 
 
Figure 31. Progressive indentation of the tactile sensor into the tissue 
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During these experiments, the measurements were conducted on each tissue several times at 
different displacement rates.  The experimental results clearly validate the concept that the force-
displacement data of soft tissues, which is highly dependent on the displacement rate of the 
indenter.  This data could be compared when the average velocity displacement and force in the 
tactile sensor during indentation have been recorded. Figure 32 shows the graph of the 
experiment conducted to obtain measured data of atrial tissue, tissue No.1, at different 
displacement rates. 
 
Figure 32. Force-displacement response of tissue 1 (atrial) for different rates 
The graphs in Figure 7 show that the displacement rate can change the tissue response to force or 
displacement. In order to validate the results, two indentation rates of 0.1 mm/s and 10 mm/s 
were chosen. Then, the ElectroForce Bose is programmed to apply a 5 mm indentation by the 
upper jaw on the surface of each tissue with the two selected indentation rates. During these 
experiments, the force applied was recorded by the ElectroForce Bose sensor during indentation. 
Comparison of recorded data by the sensor and ElectroForce Bose reveals that the proposed 
array sensor can be applied for a wide range of indentation rate.  
Figure 33 and Figure 34 show that as the depth of indentation (and consequently applied force) 


























Bose decreases. This error can be caused due to the nature of piezoresistivity since the output of 
the piezoresistive sensor is nonlinear at the moment of contact due to large resistivity when no 
force is being applied.  
 
Figure 33. Comparison of the measured force of the array sensor and ElectroForce 
Bose 3200 for tissue 1 with an indentation rate of 0.1 mm/s 
 
Figure 34. Comparison of measured force of array sensor and ElectroForce Bose 










































Evidently, the force-displacement dependence on displacement rate existed for each tissue, but 
with varying degrees. In another experiment, the response of three tissues was compared at 
uniform displacement rates and for three different rates. For example the data in Figure 35 is 
shown for a displacement rate of 0.1 mm/s. 
 
Figure 35. Result of tactile sensor on three tissues at an indentation rate of 0.1 mm/s  
The results show that tissue 2 is harder than tissue 3; and tissue 3 is harder than tissue 1 at a 
displacement rate of 0.1 mm/s. Interestingly the behavior of tissue 1 and tissue 3 became more 






















Figure 36. Result of tactile sensor on three tissues for 1 and 10 mm/s indentation 
rates 
As shown in Figure 36, there is a small difference between the final force value of the sensor at 
an indentation rate of 1 mm/s but, when the sensor is pressed on the tissues at the maximum rate 
of 10 mm/s, the final value is almost identical. This phenomenon clearly shows that recording 
the indentation rate, in addition to the force and displacement feature, assists in distinguishing 
between different viscoelastic materials. In this case, for example, the value of 1.88 N is 
recorded for two different materials, tissue 1 (atrial) and tissue 3 (liver) at an indentation rate of 1 
mm/s. This resulting value occurs due to the fact that two different trends are being measured 


























previous steps that is recorded by proposed sensor, we can determine which material is being 
touched by the tactile sensors. 
Another significant point in the experiment is the sudden change in captured force by increasing 
the indentation depth from 4 to 5 mm for tissue 1 and tissue 2. As the depth is increased to 5 mm, 
it can be seen in the final steps that these two tissues are similar in behavior. In fact, this situation 
is the same in reality. For example, the harder one pushes with the finger, the more difficult it is 
to distinguish between the degrees of softness of two objects having a similar response. 
Experiments showed a notable change in tissue behavior for different displacement rates. For 
example, the response of tissues 1 and 3 varied drastically between displacement rates of 0.1 
mm/s, 1 mm/s and 10 mm/s. Tissue 1 showed a predictable trend during the initial steps while 
tissue 3 showed harder property. Considering all the results, it can be concluded with certainty 
that tissue 2 is harder than tissue 1 and 3 although, however, the difference in hardness between 
tissue 1 and 3 can be determined based on the displacement rate. This experiment showed that 
the displacement rate is a determining factor when distinguishing between the degrees of 
hardness of materials possessing similar viscoelastic properties. 
A novel tactile softness display was developed by Dargahi et al. [112] that produces the softness 
of tissues based on mechanical properties of touched material. As shown in Figure 37, the linear 
actuator regenerates the softness of nonlinear materials using a predefined algorithm which is 
achieved experimentally from the strain-stress test. The force sensor transfers the measured 
pressure on its surface, and the actuator changes in length as the original material is touched. As 
shown in Figure 36, the determining factor in sensing softness is the rate at which force is 
applied when indenting viscoelastic materials [112].  
In Figure 37, substituting the illustrated sensor (which can be called the “non-rate dependent” 
sensor) with the proposed tactile array sensor can be considered a feasible application of the 
developed sensor. For example, if the stream of data that comes from the array sensor is set as 
the force input of the illustrated algorithm, the touchable actuator will mimic the behavior of 
viscoelastic material by considering the rate of indentation. As a result, the sense of touch can be 




















4 Chapter 4 - Conclusion and future work 
In Chapter 2, the proposed method was shown to satisfactorily perform material characterization 
and abnormality detection of a naturally shaped organ. Therefore, the approach can be used to 
measure the in vivo characteristics of solid organs specifically during RMIS using a tactile 
sensor. It is also shown how the forcing element of the tactile sensor, which is usually utilized to 
capture forces, can also be used to provide a 2D or 3D shape of the goal tissue. To this end, an 
admittance control approach is used to control the position of a robot using tactile force 
feedback. 
In chapter 3, the novel idea of recording time during touch was provided in the form of a new 
array tactile sensor. An array tactile sensor was conceptualized, designed, and manufactured for 
RMIS application. To that effect, a new algorithm was developed to monitor and record the 
force, displacement, and time during indentation. The algorithm also processes that data into 
average displacement rate.  Experimental force-displacement curves showed that the new sensor 
is able to distinguish degrees of hardness of various tissues that exhibit viscoelastic properties. 
The experiments also provided evidence to a need for such a sensor due to the sensitivity of 
tissue response to indentation displacement rate. In addition, the need was discussed to measure 
the displacement rate at the moment that contact is made between the sensor and the tissue. Such 
an array tactile sensor could inspire a new generation of tactile sensors for robotic applications, 
which demand knowledge of a soft tissue’s viscoelastic properties, a feature beyond the 
capabilities of existing sensors. 
Our future work will focus on two major goals. First, the developed system will be integrated 
with a recently developed tactile sensor, which is capable of characterizing live tissues with 
respect to the spatio-temporal response of the viscoelastic materials; thus, the mechanical 
characteristics of live tissues will be analyzed in terms of the tissue’s time-dependent properties. 
Second, the current admittance control will be improved to stabilize contact force not only for 
static points, but for oscillating contact points as well; oscillating points are result of the natural 
heart beat or human aspiration. In this condition, the force feedback control should track the 
oscillating contact points to get the surface profile of tissues. The indentation on the tissue’s 
surface will be applied through phase lag/lead between the force sensor and beating organ. A 
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preliminary study showed that the developed system can stabilize a contact on one surface 
contact point. Tests are scheduled, where an artificial beating phantom will be replaced with 
current silicon-rubber materials. The proposed closed-loop artificial palpating system can be 
used for both material characterization and lump localization [113].  
Another future work is the parametric study and sensitivity analysis of buried lumps during 
indentation tests. The relation between location and size of lumps can be discussed based on the 
pre-calculated force distribution in finite element analysis (FEA). The calculated distribution 
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